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one irom a consignment snipped oy iieKuromnpexs nuaapesrr, ou ouc 

Albanian Ministry of Industry* during August of 1950 « 

The vial was subjected to visual examination and spectrp-analysis* 

2o Evaluation of the vial is as follows s 

f he quality and workmanship are comparable with similar 
USA products* 

b» The spectro-analysis reveals a composition acceptable 
for glass ampoules by USA standards® 

e® The properties of the glass closely match those of a 
” South American 9 amber 9 ampoule glass tested by Coming 
/ several years ago® 

d® The ampoule was fabricated from^ machine-made glasfe I 
~ tubing® . • ■' "■ ■■' V.- *: V. ^ 

e # The evaluating laboratory states that there is nothing 
“ remarkable about the ampoule or the glass from which it 
is made and that they are acceptable by US standards® 
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